[Adaptable high-frequency generators for biomedical purposes].
Problems in the construction of automatically changes-adaptable generators made by using planar technology are considered. Adaptation methods realizing their devices are proposed. Experimental findings are presented. There is a decrease in the reflected power from a variable within 6 octaves of a load by 30 dB.